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http://dx.doi.org/10.1016/j.jds.2013.0Abstract Background/purpose: To use dental shade guides as the standard to evaluate the
accuracy of tooth-color matching devices and how they are affected by the limitation of un-
even distribution and insufficient color space coverage of the dental shade guide. The aim
of this study was to develop a systemic method to enhance the accuracy of using tooth-
color matching devices.
Materials and methods: The tabs of theMunsell Book of Colorwere testedwith three tooth-color
measuring instruments (ShadeEye NCC, VITA Easyshade, and DeguDent Shadepilot). The results
of each instrument were analyzed by an Analysis of Variance (ANOVA) test and a Tukey’s post-
hoc test to find out the limit of each instrument. Hue, chroma, and value were identified as fac-
tors that affect the results of the measurements.
Results: The accuracy of the DeguDent Shadepilot did not vary significantly with changes in the
parameters hue, chroma, and value. The ShadeEye NCC had a DE value above the acceptable
limit (DEZ 4.2) when value was lower than 4 and chromawas higher than 6. The VITA Easyshade
had a largeDEwhenhue ranged from7.5YR and to 10YR, valuewas higher than 7, and chromawas
higher than 6.
Conclusion: By knowing the limits of eachmachine after being analyzedwith the Munsell Book of
Color, we can use the color measuring instrument in the specific color space range that theentistry, College of Dental Medicine, Kaohsiung Medical University, Department of Prosthodontics,
, No. 100, Tzyou 1st Road, Kaohsiung City 807, Taiwan, ROC.
t.net (C.-C. Hung).
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Tooth-color measuring machines evaluation 17devices measuring accuracy performs the best in to achieve objective and accurate tooth-color
measuring results in routine dental practice.
Copyrightª 2013, Association for Dental Sciences of the Republic of China. Published by Elsevier
Taiwan LLC. All rights reserved.Introduction
Many tooth-color matching devices have been introduced to
make shade selection more accurate, allowing us to provide
better esthetic results when fabricating artificial teeth and
to more precisely gauge the results of tooth whitening
procedures. However, the most suitable instrument for
specific tooth shade evaluations cannot be selected as
there is still no standard method to evaluate the accuracy
and limitations for each specific device.
Using the CIELAB color system, which was widely used in
tooth-color research,1e4 we can quantify the difference
between a standard color and the measured color. This
system was developed by the Commission Internationale de
l’e´clairage (CIE, International Commission on Illumination)
in 1976. A specific shade is defined by its location within the
CIELAB system, which is based on three coordinates: L*, a*,
and b*. L* runs vertically with a maximum of 100, which
represents white. The a* and b* axes have no specific nu-
merical limits. Positive a* indicates an increasing level of
red, and negative a* represents green. Positive b* corre-
sponds to yellow, and negative b* represents blue. The
delta values DL*, Da*, and Db* indicate the degree to which
the standard color and the sample color differ from one
another in L*, a*, and b* in the color space. The total color
difference DE is calculated using the following equation:
DEZ

DL)2 þDa)2 þDb)21=2
The value DE is used to evaluate the accuracy and
acceptability of the true and measured color differences.
This single value represents the differences between the
L*, a*, and b* values of the two colors and is important in
quantifying the color difference between two specimens.
Under controlled conditions, when two objects are placed
side by side, the smallest difference in color that can be
detected by human observers is approximately 1 DE unit.5
However, under clinical conditions, 3.3 DE units has been
shown to be necessary for the human eye to detect color
differences.6 In the complex oral environment, an DE value
greater than 3.7 units indicates a poor match based on
clinical observations, and this level of color difference can
be easily observed.7 According to a recent study, when
shade-matching artificial dentures teeth to natural teeth,
1.9 DE* units was the 50:50 perceptibility threshold, and
4.2 DE* units was the acceptability threshold used to
compare different colors.8
Most of the past studies have attempted to evaluate the
accuracy of the devices by using available dental shade
guides as the standard. Owing to the uneven distribution
and insufficient color space coverage of the dental shade
guides, many studies have focused on the repeatability and
interdevice differences of commercially availableinstruments.9e14 It is important to note that the advantages
and limitations of each instrument have rarely been re-
ported. In our previous study,15 systematically arranged
Munsell Book of Color tabs were shown to be a suitable
standard, which helped us easily determine the limits of
the color measuring instruments. This system was created
by Professor Albert H. Munsell in the first decade of the 20th
century. The Munsell color system is based on steps of visual
perception in which color is defined as a point within the
three-dimensional Munsell color space. Munsell’s system,
particularly the later renovations, is based on rigorous
measurements of individuals’ visual responses to color,
putting it on a firm experimental scientific basis. Owing to
this basis in human visual perception, Munsell’s system has
outlasted its contemporary color models, and though it has
been superseded for some uses by models such as CIELAB
(L*a*b*), it is still in wide use today.16 The attributes of this
system are Munsell hue (H), Munsell chroma (C), and Mun-
sell value (V), and the color values are written in the form H
V/C, which is called Munsell notation. Hue refers to any
color found in its pure state in the spectrum, which is
divided into five principal groups: red, yellow, green, blue,
and purple. There are also five intermediate hues halfway
between the adjacent principal hues. Chroma is the degree
of a color’s vividness, with a lower chroma indicating a
lower purity of the color. Value represents the lightness or
darkness of a color and varies vertically along the color
solid from black (value 0) at the bottom to white (value 10)
at the top. Neutral grays lie along the vertical axis between
black and white. The Munsell color system was the first
system to separate hue, value, and chroma into perceptu-
ally uniform and independent dimensions and was the first
system to systematically illustrate the color in a three-
dimensional space. This system has been widely used in
many fields of color science as a standard system of color
specification. In this study, we evaluated the accuracy and
limitations of three popular tooth-color measuring in-
struments in a tooth-color matching procedure. We deter-
mined the accuracy of each instrument in this study to
develop the best procedure for tooth color selection in
routine dental practice.
Materials and methods
Three color measuring instruments that have been shown in
previous studies to have high repeatability were evaluated in
this study. The devices included were the ShadeEye NCC
(Shofu Inc, Kyoto, Japan), the VITA Easyshade (VITA Zahn-
fabrik, Bad Sa¨ckingen, Germany), and the DeguDent Shad-
epilot (DeguDent GmbH, Hanau, Germany). The ShadeEye
NCC is a type of colorimeter that reads the visible spectrum
by using filtered photodetectors. The VITA Easyshade and
DeguDent Shadepilot are types of spectrophotometers that
Table 1 Tooth-color measuring machines evaluated in the present study.
Instrument Type Measured area Export data
ShadeEye NCC Colorimeter Spot measurement Tooth color information
DeguDent Shadepilot Spectrophotometer Whole tooth with Tooth color information
with dental color map
VITA Easyshade Spectrophotometer Spot measurement Tooth color information
18 J.-Y. Chang et alfunction by the quantitative measurement of the reflection
or transmission properties of a material as a function of
wavelength. The Shadepilot can measure the shade map of
the whole tooth, while the other two devices use spot mea-
surement (Table 1). Significant differences of these three
devices have been observed in the accuracy of the in-
struments in both in vitro and in vivo evaluations, and no
significant differences in reliability have been found.13 To
systematically compare the accuracies of the three tooth-
color measuring instruments, the Munsell Book of Color (X-
Rite, Michigan, USA) tabs, which were arranged according to
theMunsell color systemand spread equally in the three axes
in the coordinate of color space,were chosen as the standard
for this study, that help us to understand the tendency of
measuring accuracy for each machine.
Based on the results of the study of Hayashi and Clark,
the color tabs of the Munsell Color Book ranging from 7.5YR
to 10Y in hue (7.5YR, 10YR, 2.5Y, 5Y, 7.5Y, 10Y), from /2 to
/6 in chroma (/2, /4, /6), and from 4/ to 8/ in value (4/, 5/
, 6/, 7/, 8/) were chosen to represent the natural colors of
human teeth.17,18 In total 90 color tabs in the color space
covered by the 6 hue, 3 chroma, and 5 value levels
mentioned above were chosen. Each tab was placed on the
custom made jig to ensure the same measured area in the
center of each tab. The tabs were then measured three
times by each tooth-color measuring instrument, and the
mean values of the three measurement results were
recorded. All measurements were taken by the same per-
son according to the instructions of the instrument being
used.
Analysis of variance (ANOVA) test was used to analyze
the differences in the mean values of DE for different hue,Table 2 ANOVA test of mean DE values with parameters of hue
Parameter H
7.5YR 10YR 2.5Y 5Y 7.5Y
ShadeEye
NCC15
DE 2.92 3.19 3.35 3.89 3.40
P 0.58
Statistical
groupings
d d d d d
EasyShade DE 5.91 5.56 4.11 3.64 3.37
P <0.0001
Statistical
groupings
F FG GH GH H
DeguDent
Shadepilot
DE 9.19 3.50 3.49 3.60 3.29
P 0.26
Statistical
groupings
d d d d d
ANOVA Z analysis of variance.value, and chroma levels. In addition, the post-hoc Tukey’s
(PZ 0.05) method of analysis was used to test the effect of
the accuracy range of the device. This analysis was
completed with JMP8 statistical software (SAS Institute
Inc., Cary, NC, USA).
Results
The DE value of the mean test results with the standard L*,
a*, and b* values of the Munsell Book of Color tabs that span
the color space of natural human teeth are given in Table
2.15 Chroma and value made a significant difference in
the measuring accuracy with ShadeEye NCC, while Easy-
shade was affected significantly by hue and value
(P < 0.0001). The accuracy of the DeguDent Shadepilot was
not affected significantly by different levels of hue
(P Z 0.26), chroma (P Z 0.28), and value (P Z 0.69). By
the analysis of the post-hoc Tukey’s test (P Z 0.05), the
statistical groupings showed the DE of chroma /6 (Group B)
was higher than that of /2 and /4, and value 4/ (Group C)
was higher than that of 5/, 6/, 7/, 8/ by ShadeEye NCC. The
DE of hue 7.5YR and 10 YR (Group F) was higher than that of
the Y series, and the value 7/ and 8/ (Group K) was higher
than that of 4/, 5/, and 6/ by VITA Easyshade.
Discussion
Owing to the subjective and inconsistent nature of visual
shade selection, instrument-aided color measurement may
be the ideal solution. However, the complexities of tooth
color make it difficult for one instrument to perform well(H), chroma (C), and value (V).
C V
10Y 2 4 6 4 5 6 7 8
3.23 2.26 3.13 4.59 6.23 3.83 2.58 2.19 1.80
<0.0001 <0.0001
d A A B C D DE E E
3.33 3.78 4.30 4.87 2.73 3.16 3.93 4.73 7.05
0.12 <0.0001
H d d d I J J JK K
3.50 3.17 6.28 3.83 4.75 3.94 3.82 3.01 6.64
0.28 0.69
d d d d d d d d d
Figure 1 The procedure to use DeguDent Shadepilot, Shad-
eEye NCC, and VITA Easyshade to make tooth color selection.
Figure 2 The procedure to make reliable tooth-color
matching results by using tooth-color matching devices.
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the color measurements of the instruments. When the
Munsell color tabs were used as the systemic standard for
evaluating the accuracy of the instrument, hue, chroma
and value were the parameters that affected the outcome.
In this study, we found that each color measuring instru-
ment was affected by the color parameters hue, chroma,
and value with different trends. The ShadeEye NCC had a
DE that was higher than the acceptable limit (DEZ 4.2) for
detection with the human eye when value was lower than 4
and chroma was higher than 6. The VITA Easyshade had a
significant large DE when hue ranged from 7.5YR to 10YR,
value was higher than 7, and chroma was higher than 6.
Although most of the results obtained using the DeguDent
Shadepilot were within the acceptable range, there were
some areas of the color space that showed higher mean DE
values for the Munsell Book of Color tabs, such as colors
with a hue of 7.5YR, a value higher than 8 or lower than 4,
and a chroma of approximately 4. By using the Munsell Book
of Color tabs, it was possible for us to determine the limits
and accuracy trends of the color measuring instruments.
Knowing the range with the best performance for each in-
strument, we can easily combine several instruments we
have to obtain the most reliable results in any part of the
color space.
In this study, we intended to determine the best com-
bination of tooth-color measuring instruments for the
entire range of natural human tooth color. As hue, chroma,
and value did not significantly affect the accuracy of the
color measurements of the DeguDent Shadepilot, we chose
this instrument to determine the coordinates at which the
measured tab was located. Although the accuracy of
DeguDent Shadepilot is not affected by all parameters,
some results (hue Z 7.5YR; chroma Z 4; value Z 4 and 8)
with a high DE value indicated it is inappropriate to be used
in certain area of the color space. If the result was located
in the area for which the DeguDent Shadepilot showed a
mean DE higher than the acceptable range, we confirmed
the test result with the ShadeEye NCC when hue was 7.5YR,
value was larger than 8, or chroma was approximately 4
because the accuracy of ShadeEye NCC is significantly
affected by value and the accuracy is better than others
when value is larger than 5 and chroma is smaller than 6.
When value was lower than 4, we checked the results with
the VITA Easyshade to confirm the final results because the
accuracy of VITA Easyshade is better when value is lower
than 6 (Fig. 1).
We compared the test results to the VITAPAN Classic
shade guide, in which hue ranged from 1.3Y to 5.1Y, chroma
ranged from 1.6 to 3.2, and value ranged from 6.3 to 7.8
that represent the common natural human tooth color
range, it was found that all of the instruments tested in this
study were capable of color measuring within the range
that VITAPAN Classic shade guide distributed, except colors
with a value above 7 for which unacceptable DE values
were found for the VITA Easyshade. Owing to the high level
of variance in the natural color of human teeth, colors
beyond the common tooth color range could be measured
using the procedure described above.
When new tooth-color measuring devices are used, we
need to know the limitation of each machine. With the
method we described in this study (Fig. 2), we should testthe available devices with the tabs of the Munsell Book of
Color. This aids in locating the color range within human
natural teeth to define the limitation and acceptable range
of the devices. The initial measurement of the target tooth
should be done with a device with acceptable color
measuring range that covers the most area in the distribu-
tion of human natural teeth color or be less affected with
the change of variables such as hue, chroma, and value. If
the measured results were located in the area for which the
first device shows acceptable results, we can view it as a
reliable data. However, if the result is beyond the trustable
range, we should confirm the results with the appropriate
machine or by visual color matching if there are no other
suitable devices that can be used.
The Munsell Book of Color was a helpful guide distrib-
uted evenly in the color coordinate that aided in
20 J.-Y. Chang et aldetermining the limitations of the color measuring in-
struments systemically. Better understanding of the capa-
bilities of each instrument will help achieve more reliable
results from each instrument. The clinical aspects
demonstrate that all three instruments tested in the pre-
sent study have found that the measurements were reli-
able, except colors with an approximate hue of about
7.5YR, chroma around 4, and value above 7, for which
unacceptable DE values were found. Among the three in-
struments, the larger variation was especially shown in the
matching results using VITA Easyshade and DeguDent
Shadepilot. Unacceptable measuring results were demon-
strated using ShadeEye NCC and DeguDent Shadepilot when
the value was lower than 4. Owing to the high level of
variance in the natural color of human teeth, colors beyond
the common tooth color range could be measured using the
procedure described above. The present study suggests
that with the analysis of the tooth-color measuring in-
struments by the Munsell Book of Color tabs in advance,
using combinations of different color measuring in-
struments helps us establish the most reliable procedure to
obtain accurate color data of the tooth that is recom-
mended for clinical use.
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